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INTRODUCTION 


The Heathkit Model IT-18 In-Circuit/Out-Of- 
Circuit Transistor Tester is a quality instrument 
for testing of transistors or diodes, Its low in- 
ternal impedance and handy test leads enable you 
to check transistors without removing the tran- 
sistors from the circuit, A test Socket is also 
provided for checking low power transistors that 
are removed from the circuit, 


The large, easy-to-read meter permits direct 
reading of DC Beta (gain) on two ranges, The 
Transistor Tester also enables you to make 
leakage measurements for transistors and di- 
odes, and to make a positive identification of 
NPN or PNP type transistors, 


The self-contained power supply, which consists 
of a single 1-1/2 volt D cell, makes the instru- 
ment fully portable, This low voltage will not 
damage a transistor or diode that is incorrectly 
connected to the Tester, Since no battery current 
is drawn unless a transistor or diode is being 
tested, long battery life is assured, 


The rugged circuit construction and durable 
shock-resistant case combined with convenient 
easy-to-use operation provides you with a test 
instrument of fine quality and long dependable 
service, 


Refer to the ''Kit Builders Guide" for complete 
information on unpacking, parts identification, 


tools, wiring, soldering, and step-by-step as- 
sembly procedures, 


PARTS LIST 


To order replacement parts, refer to the 
Replacement Parts Price List and use the Parts 
Order Form furnished with this kit, 


PART PARTS DESCRIPTION PART PARTS DESCRIPTION 
No, Per Kit No, Per Kit 
RESISTORS (1/2 Watt)-CAPACITOR Hardware (cont'd.) 
(13)252-15 4 4-40 nut 
(1)1-112 1 180 Q resistor (brown-gray- (14)252-7 3 Control nut 
brown) (15)253-10 3 Control flat washer 
(2)2-250 1 11,8 Q precision resistor (16)254-4 3 Control lockwasher 
2-251 1 25 2 precision resistor (17)254-7 2 #3 lockwasher 
2-252 1 225 2 precision resistor (18) 254-9 4 #4 lockwasher 
(3)21-57 1 .005 uF disc capacitor (19) 255-15 4 #6 x 1/2" spacer 
CONTROLS-SWITCHES 
(4)10-201 1 10 kQ control WIRE 
(5)10-254 1 500 kQ control 
(6)60-24 1 SPST rocker switch 344-59 1 Hookup wire 
(7)60-43 1 DPDT rocker switch 347-7 1 4-conductor cable 
(8)63-493 1 Rotary switch 
63-494 1 Rotary switch(spring return) 
HARDWARE KNOBS 
(9)250-175 2 2-56 x 3/8" screw (20) 462-246 1 Large knob 
(10)250-206 4 6,32 x 11/16" screw (21)462-249 = 1 Small knob 
(11)250-52 4 4-40 x 1/4" screw 462-250 1 Small knob with white 
(12)252-51 2 2-56 nut marker 
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PART PARTS DESCRIPTION PART PARTS DESCRIPTION 
No. Per Kit No. Per Kit 
GENERAL General (cont'd.) 
390-309 1 Transistor lead 
(22) 56-286 1 Diode 1N191 (brown-white- identification label 
brown) 390-307 1 Case identification label 
(23) 73-34 3 Test clip insulator 391-34 1 Blue and white identification 
(24)'75-107 1 Strain relief label 
95-35 1 Case 597-308 1 Kit Builders Guide 
(25)214-76 1 Battery holder 597-260 1 Parts Order Form 
(26) 260-53 3 Test clip 1 Instruction Manual (See front 
407-133 1 Meter cover for part number,) 
(2'7)434-116 1 Transistor socket Solder 
2303-525 i Fecgt paael NOTE: A 1-1/2 volt "D" cell battery (not sup- 
- lied) i i ae 7 
346-20 t Heat shrinkable sleeving plied) is required for operation of this instru 


ment, You may want to purchase this battery now, 
before you start to assemble the kit, 


PARTS PICTORIAL 
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STEP-BY-STEP ASSEMBLY 


Before starting to assemble this kit, read the 
"Kit Builders Guide" for complete information 
on tools, wiring, soldering, and step-by-step 
assembly procedures, Refer to the Chassis 
Photograph on Page 23 for physical location 
of parts on the chassis, 


PARTS MOUNTING 


Refer to Pictorial 1 (fold-out from Page 7) for 
the following steps. 


NOTE: As you mount each part, use the hard- 
ware specified in the step and position the part as 
shown in the Pictorial, 


( ) Lay a soft cloth on your work area to protect 
the face of the chassis from becoming 
scratched, Detail 1A 


( 


— 


Refer to Detail 1A and mount the DPDT 
rocker switch (#60-43) at AA with two 6-32 
x 11/16" screws, and two#6x1/2'' spacers, 
Mount the switch so it normally rests inthe a) 
CAL position, 


BOTTOM VIEW 


( 


~~ 


Locate the transistor socket, Refer to Detail 
1B and bend lug 1 back only slightly, The 
lug numbers are stamped on the socket, Then 
position the socket at AB with the bent #1 lug 
toward the top of the front panel, Secure with 
two 2-56 x 3/8" screws, two #3 lockwashers, 
and two 2-56 nuts, Do not overtighten, 


2-56 NUT 
#3 LOCKWASHER 


NOTE: When wiring this kit you mayfindit easier 
to prepare the lengths of hookup wire ahead of 
time as in the following step, To prepare a 
wire, cut it to the indicated length and strip 1/4" 
of insulation from each end, The wires are listed 
in the order in which they willbe used, For your 
convenience, a scale is provided at the bottom of 
this page, 


} 


( ) Prepare the following lengths of hookup wire: | A : 
2-56x3/8" SCREW 
ue 3 
5" 
arn Detail 1B 
O 1 ” ” 9 ” 5” ” F fade 
y, 24,1 2 3 4 6 


GSequr4stexuit 


( 


( 


( 


( 


) Locate spring return rotary switch #63-494 
and position it as shown in Detail 1D. Con- 
nect one end of the 7" wire to lug 5 (NS). 


— 


Connect one end of the 5" wire to lug 5 of 
this rotary switch (NS), 


) Connect one end of the 4-1/2" wire to lug 6 
of this rotary switch (NS), 


— 


Remove the insulation from a 1" length of 
hookup wire. 


~~ 


Solder one end of this wire to one lug of the 
10 kQ control as shown in Detail 1C, Solder 
the other end to the base of the control 
mounting tab, Then use a pair of diagonal 
cutters to cut the mounting. tabs off the 
control. 


MOUNTING TAB 


Detail 1C 


~ 


Connect the 10 kQ control to lugs 5 (S-3) 
and 6 (S-2) of the rotary switch, Be sure 
the metal parts of the control do not touch 
the metal rotor, 


— 


Mount this rotary switch at AD as shown 
in Detail 1E with a control lockwasher, a 
control flatwasher, and a control nut. 
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Detail 1D 


CONTROL 
LOCKWASHER ——————+ 


CONTROL 


FLAT wasiea——_ES . 


CONTROL - 
ui __ Sy 


_ Detail 1£ 
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#6x1/2" 
SPACER 


\, CONTROL LOCKWASHER 


4 4 6-32x11/16" SCREW 
4 CONTROL FLAT WASHER 


CONTROL NUT 
Detail 1F - 


( ) Refer to Detail 1F and mount the SPST Detail 1G 
rocker switch at AE with two 6-32 x11/16" 
screws; and two #6 x 1/2" spacers. Po- 
sition the switch as shown in Pictorial 1, 


( ) Mount the 500 kQ control at AF with a con- 
trol lockwasher, a control flat washer, anda 
control nut as shown in Detail 1G, seine | 
ON 
LOCKWASHER ————+ T}) 
+ 
( ) Refer to Detail 1H and mount rotary switch 


#63-493 at AG with a control lockwasher, 
a control flat washer and a control nut, 


CONTROL 


“FLAT WASHER ——@5 
| 
CONTROL 


Detail 1H 


Gage e4THx1It 


METER NUT 
METER LOCKWASHER 


INSIDE OF 
PANEL 


Detail 1J 


( ) Refer to Detail1Jand mount the meter at AH, 
Use the hardware included with the meter, 


( ) Place a soft cloth on your work bench be- 
neath the meter face, or cut a 4"x 5" piece 
of cardboard and tape it over the meter face 
as shown in Detail 1K. This will protect the 
face from being scratched during construc- 
tion, 


— 


Refer to Detail 1L and mount the battery 
holder at AJ with four 4-40 x 1/4" screws, 
four #4 lockwashers, and four 4-40 nuts, Be 


( 


sure to position the positive (+) end as shown, 
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TAPE 
OR RUBBER 
BANDS ~~» 


Detail 1K 


4-40 NUT@y” 
#4 LOCKWASHER gy 


i 
4-40x1/4" 


SCREW val 


Detail 1L 


Page 8 [eg sears iT] HBATHEIT | 


CHASSIS WIRING 
Refer to Pictorial 2 for the following steps, 


NOTE: The wire lengths may appear longer 
than necessary to reach their terminating 
points, Therefore, position the wires down 
against the chassis as shown in the Pictorial 
to make the kit as neat as possible, 


( ) Connect the free end of the 5" wire coming 
from lug 5 of rotary switch AD to lug 12 
of rotary switch AG (S-1), 


( ) Connect the free end of the 7" wire coming 
from lug 5 of rotary switch AD to the 
positive (+) terminal of meter AH (S-1). 


( ) Connect the free end of the 4-1/2" wire com- 
ing from lug 6 of rotary switch AD to lug 9 
of rotary switch AG (NS). 


LHR 
wy, 
AS aA, 


lo” 


( ) Prepare the following lengths of hookup 
wire: 


3-1/2" 
4-1/2" 
VAM 
5-1/2" 
3" 


( ) Connect a 3-1/2" wire from lug 2 of 
Switch AE (NS) to lug 1 of control AF (S-1), 


( ) Connect a 4-1/2" wire from lug 2 of switch 
AE (S-2) to lug 6 of switch AA (S-1), 


( ) Connect a 2" wire from lug 3 (S-1) to lug 
4 (NS) of switch AA, 


( ) Connect a 5-1/2" wire from lug 4 of 
switch AA (S-2) to lug 1 of rotary switch 
AG (S-1), 


( ) Connect, a 3" wire from lug 1 of switch AA 
{NS) to lug 3 of transistor socket AB (NS), 


® 


+ CO% {O- 


PICTORIAL 2 


NOTE: When installing the diode in the next 
step, be sure to position the cathode end as 
shown, The cathode end is marked with colored 
‘ bands, 


When making a connection to a double lugon the 
rotary switch, as in the next i pass the 
wire end through both lugs, 


( ) Connect the cathode end of the diode to lug 
2 of rotary switch AG (NS), 


( ) Bend the leads of the diode so itis about 1/4" 
above the center of the rotary switch, Then 
connect the other lead of the diode tolug 9 of 
rotary switch AG (S-2). 


( ) Prepare the following lengths of hookup 
wire: 
10" 2-1/2" 
va 2-1/4" 
9-1/2" 1-1/2" 


Refer to Pictorial 3 for the following steps, 


( ) Connect a 10" wire from the negative (-) 
meter terminal (S-1) to lug 2 of rotary 
switch AG (S-2), 


Connect a7'' wire from lug 6 of rotary switch 
AG (S-1) to the positive (+) terminal on bat- 
tery holder AJ (S-1), Make sure that this 
wire does not touch the battery holder, 


~~ 
~—_ 


=— 
~~ 


Connect a 9-1/2" wire from lug 3 of rotary 
switch AG (S-1) to the negative (-) terminal 
of battery holder AJ (S-1), 


Connect a 2-1/2" wire tors lug 2 of control 
AF (S-1) to lug 10 of rotary switch AD (S-1). 


~~ 
— 


( ) Connect a 2-1/4" wire from lug 1 of rotary 
switch AD (NS) to lug 1 of transistor socket 
AB (NS), | 


( ) Connect a 1-1/2" wire from lug 11 of rotary 
switch AD (NS) to lug 2 of transistor socket 
AB (NS). 


~_ 
~— 


. Remove 1/2" of insulation from a length of 
hookup wire, Connectthis bare wire between 
lug 5 of rotary switch AG and lug 12 of rotary 
switch AD, Solder both lugs and cut off any 
excess wire, 


~“ 
BLACK CORE BLACK 


TAKING CARE NOT TO CUT THE INNER LEADS 
REMOVE THE OUTER INSULATION OF THE CABLE, 


TWIST TOGETHER THE SEPARATE STRANDS OF 
WIRE AT THE END OF EACH LEAD. THEN APPLY 
A SMALL AMOUNT OF SOLDER TO THE END OF 
EACH LEAD TO HOLD THESE SEPARATE STRANDS 
TOGETHER. 


SOLDER 


~e 


Detail 3A 


( ) Refer to Detail 3A and prepare the 4-wire 
cable as shown, 


In the next steps, the end of the 4-wire cable 
with the short leads will be connected to the 
transistor socket, After the connections are 
made, cut off any excess wire ends at this end 
of the cable, Be careful that the transistor 
socket lugs do not touch each other or touch the 
socket mounting hardware, Refer to the inset 


drawing on Pictorial 3, 


( ) Twist lugs 4, 5, and 2 of transistor socket 
AB so the holes in these lugs are in line 
with each other (so a wire canpass straight 
through all three lugs in the next step). 


( ) Pass the green wire through lugs 4, 5, and 
‘2 of transistor socket AB. Solder the green 
wire to each lug it passed through, 
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( ) Connect the white wire to lug 1 of transistor 
socket AB (S-2), 


( ) Connect the red wire to lug 3 of transistor 
socket AB (S-2), 


( ) Route the 4-wire cable under switch AA 
and through hole AK, 


( ) Refer to Detail 3B and install the strain 
relief on the 4-wire cable at AK, 
INSERT THE REAR 


PLACE THE 4-WIRE SQUEEZE THE TWO 


CABLE IN THE SLOT. SEGMENTS TOGETHER. HALF INTO THE 


Detail 3B 


( ) Connect the .005 uF disc capacitor between 
lug 11 (S-2) and lug 1 (S-2) of rotary switch 
AD, Cut off excess lead lengths, 


( ) Connect the 11.8 Q precision resistor from 
lug 1 of switch AA (S-2) to lug 8 of rotary 
switch AD (S-1). 


NOTE: Where a wire passes through a connec- 
.tion and then goes to another point, as in the next 
step, it will count as two wires in the solder 
instructions (S-2), one entering and one leaving 
the connection, 


( ) Pass one lead of the 225 2 precision resistor 
through lug 2 (S-2) to lug 5 of switch AA 
(S-1), 


( ) Pass the other lead of the 225 Q resistor 
through lug 9 of rotary switch AD (NS) to 
lug 7 of rotary switch AG (S-1), 


( ) Connect the 25 2 precision resistor between 
lug 1 of switch AE (S-1) and lug 9 of rotary 
switch AD (S-3), 


NOTE: The 180 2 (brown-gray-brown) resistor 
will be used in the Adjustments section of the 
Manual, 


BLACK LEAD 


 —— 


HEAT SHRINKABLE 
SLEEVING 


TEST CLIP 
~~ 


SOLDER 


INSULATOR———" ~ 


Detail 3C 


Refer to Detail 3C for the next four steps, 


( ) Locate the black wire on the long endof the 
4-wire cable, Wrap the black wire around the 
other wires starting at the point where they 
emerge from the cable, 


( 


— 


Slide the length of heat shrinkable sleeving 
over the wires and position it over the end 
of the cable sheath, so as to cover the end 
of the cable sheath and the black wrapped 
wire, Hold a lighted match beneath the 
Shrinkable sleeving so that the tip of the 
flame is 1-1/2" below the sleeving, Rotate 
the cable and sleeving to shrink the sleev- 
ing evenly, 


4 
<3} HEATH EIT 


( ) Connect a test clip to each of the three 


( ) 


cable wires; crimp the back portion of the 
test clip around the bare end of the wire 
and solder the connection, 


Install the test clip insulators by pushing 
each insulator over the end of a test clip. 


This completes the wiring of your Heathkit 
In-Circuit/Out-Of-Circuit Transistor Tester, 
Inspect all connections to be sure they are sol- 
dered, Shake out any wire clippings or solder 
‘ splashes, Then proceed to Knob Installation, 


KNOB INSTALLATION 


Refer to Pictorial 4 for the following steps. 


( ) 


( ) 


( ) 


-_ 
— 


~_ 
— 


Place knob inserts on the three control 
shafts on the front panel, 


Locate the large knob and position it on the 
Function switch shaft, Gently press the knob 
onto the insert until the insert is started 
into the knob cavity as shown in Detail 4A. 


Remove the Function switch knob with the 
insert and place it face down on your work 
bench, Use a nutdriver or some suitable in- 
strument to press the insert firmly into the 
knob, Then replace the knob on the Function 
switch shaft, 


Turn the Polarity switch shaft to its center 
position, Locate the small knob with the 
white mark and install it on the knob insert 
with the white mark facing up in the OFF 
position, 


Install the remaining knob onthe BETACAL 
control shaft, 


Remove the shorting wire from the meter 
terminals, Also remove any protective 
covering that you taped over the meter face, 


OPENING 
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POLARITY 
SWITCH 
FUNCTION 
SWITCH 


PICTORIAL 4 


Detail 4A 


NUTDRIVER 
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ADJUSTMENTS 


Refer to Figure 1 for the following steps, 


( ) Set the controls as follows: 


BETA CAL (calibration): Full counterclock- 
wise, 

POLARITY: OFF, 

RANGE: X1, 

FUNCTION switch: BETA, 

LEAKAGE control (on rear of FUNCTION 
switch): Full counterclockwise (when viewed 
from the rear of the panel). 


NOTE: Refer to the In Case Of Difficulty sec- 
tion of the Manual (Page 18) if you do not obtain 
the correct results in any of the following steps, 


BETA CALIBRATION CONTROL 
adjusts the forward bias applied to 
the device being tested, to produce 
the reference (full scale meter de- 


LEAKAGE CONTROL aduwusts for 
proper current through the meter 
circuit during leakage tests, 


flection), 


MECHANICAL ADJUST 


<a 
> 


KED COLLECTOR oe 
LEAD. 


( ) The meter needle should be on the extreme 
left mark on the scale as shown in Figure 1, 
If the needle is not over this mark, slowly 
turn the Mechanical Adjust screw, while 
lightly tapping the face of the meter with 
your finger to properly position the needle, 


Install the D cell (1-1/2 volt battery) in the 
battery holder, Position the positive (+) 
end of the battery to the positive (+) termi- 
nals of the battery holder, Refer to Figure 2, 
Make sure the metal parts of the test leads 
are not touching each other, 


POLARITY SWITCH applies the cor- 
rect voltage polarity to the device 
being tested and disconnects the 
battery in the OFF position, 


FUNCTION SWITCH selects the test 
function. 


é I 
‘ 
4 


TEST SOCKET for testing transis- 


¢ tors out of the circuit. 


BETA TEST SWITCH when placedin 
the TEST position, the meter is plac- 
ed in the base circuit to measure the 
Beta of the device being measured, 


TEST LEADS for testing devices in 
or out of the circunt, 


Figure 1 


NOTE: The blue and white identification label 
shows the Model Number and Production Series 
Number of your kit, Refer to these numbers in 
any communications with the Heath Company 
about this kit, This insures that you will re- 
ceive the most complete and up-to-date infor- 
mation in return, 


( ) Remove the backing paper from the blue 
and white identification label, Place the 
label on the inside of the chassis as shown 
in Figure 2, 


( ) Connect the 180 2 (brown-gray-brown) 
resistor between the collector (red) test 
lead and the emitter (white) test lead, 


NOTE POLARITY 
OF BATTERY 


IDENTIFICATION 
LABEL 


Figure 2 


NOTE: Do not allow the meter to go off scale to 
the right and remain this way for any length of 
time, as this could damage the meter movement, 


( ) Hold the FUNCTION switch in the Ice, 
position, 


() Turn the POLARITY switch to the NPN 
position, 


(_) Adjust the LEAKAGE control (on the rear of 
the FUNCTION switch) until the meter indi- 
cates 5 k (full scale) on the leakage scale 
of the meter, 


(_) Turn the POLARITY switch to OFF and 
return the FUNCTION switch to the BETA 
position, 


( ) Connect the 180 2 (brown-gray-brown) re- 
sistor between the base (green) and collector 
(red) test leads, 


() Hold the FUNCTION switch in the Icgo 
position and turn the POLARITY switch to 
NPN, The meter should read 5 k (full 
scale) without readjustment of the LEAK- 
AGE control, 


Turn the POLARITY switch to the OFF posi- 
tion and remove the 180 Q resistor from the 
test leads, (Tape the resistor to the back of 
the chassis or place itin the battery clip for 
future use,) This procedure will be used 
whenever recalibration is necessary, Al- 
ways recalibrate the meter when anew bat- 
tery has been installed, 


This completes the Adjustments, 


NOTE: Do not connect the In-Circuit/Out-Of- 
Circuit Transistor Tester to any transistor 
while power is applied to that transistor, This 
could result in damage to the transistor and the 
Transistor Tester, 


PICTORIAL 1 
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FINAL ASSEMBLY 


Refer to Pictorial 5 for the following steps. ( ) Peel the backing paper from the transistor 


lead identification label and press it into 
( ) Position the front panel with the meter face up in the place inside the cover of the case, 


case. Spread the sides slightly to allow the panel to seat 

on the ledge under the side tabs. The case is stiff, so ( ) Peel the backing paper from the case iden- 
you may have to use a screwdriver with a wide blade to tification label and press it into place on 
pry the sides of the case at the points shown. top of the case cover, 


(_) Press the panel toward the cover “hinge” until it snaps This completes the assembly of your In-Circuit/ 
into position. Out-Of-Circuit Transistor Tester, 


SNAP PANey 
PLACE UNDER the 


INSET #] 


PICTORIAL 5 


(Ge nearHair 
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OPERATION 


‘GENERAL INFORMATION 


Refer to Figure 3 to identify the emitter (5), 
base (B), and collector (C) leads of several 
different types of transistors, 


Transistors may either be plugged into the test 
socket on the Transistor Tester or the test leads 
may be used, To use the test leads, connect the 
white lead to the emitter (E), the green lead to 
the base (B), and the red lead to the collector 
(C) of the transistor to be tested, NOTE: The In- 
Circuit/Out-Of-Circuit Transistor Tester will 
not check special purpose devices, such as 
F.E,T.'s (Field Effect Transistors), zener di- 
odes, or devices that normally have very high 
leakage, Check the device against the manufac- 
turer's specifications if you are in doubt, 


NOTE: Some transistors have a fourth lead con- 
nected to an internal shield, Leave this shield 


| ol 


UUU 


_ 


(uu vuu u Uy 


lead disconnected in the test procedure (bend it 
up out of the way when plugging transistors into 
the transistor test socket), 


For in-circuit transistor testing, youmay some- 
times find it difficult to connect the test leads to 
a transistor because its leads are either too 
short or inaccessible, In such cases, you can 
usually connect each test lead to the lead of 
another component that is connected to the 
desired terminal on the transistor, See Figure 4, 
To determine where you can connect the test 
leads on a circuit board, shine a lamp through 
the circuit board; this will enable you to trace 
each foil from the transistor to the other com- 
ponents, In a case where this is impractical, 
solder a short piece of wire to the printed circuit 
foil that is connected to the transistor lead and 
connect the test lead to this wire, 


uv tT 


UUU 


A 
ourrree BASE EMITTER BASE EMITTER COLLECTOR Rage Lal EMSTTER 
°o 
) bY ee 
O O 
é ae INTERLEAD CASE 
COLLECTOR t SHIELD 
COLLECTOR COLLECTOR COLLECTOR 


COLLECTOR 


(MOUNTING FLANGE) 


EMITTER BASE EMITTER 


COLLECTOR BASE 


COLLECTOR 


EMITTER (MOUNTING FLANGED EMTLDEER 
COLLECTOR 
(0) CONNECTED 


TO CASE 


INDEX PIN 


BASE 
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TRANSISTER UNDER TEST 


GREEN LEAD 
BASE 


RED LEAD 
COLLECTOR 


WHITE LEAD 
EMITTER 


Figure 4 


Refer to a Transistor Manual for complete infor- 
mation on most common transistor types, includ- 
ing both physical details and electrical charac- 
teristics, DC beta, the gain measurement made 
on this Tester, is referred to as Ne, in a 
Transistor Manual, 


TESTING TRANSISTORS 
Beta (Gain) Test 


Out-of-circuit beta (gain) tests are always quite accurate, but 
the accuracy of an in-circuit test depends on the shunting 
resistances of the circuit in which the transistor is being used. 
If the transistor being tested indicates a gain in the circuit, 
you may consider the transistor to be good. 


( ) Connect the transistor to be checked to the 
Transistor Tester, 


NOTE: It is only necessary to perform one of 
the next two steps, If you know the polarity of the 
transistor (NPN or PNP), perform Step 1. If you 
do not know its polarity, perform Step 2, 
(_) 1, Turn the POLARITY switch to the prop- 
er polarity for the transistor (NPN or 
PNP), Adjust the BETA CAL control to 
bring the meter to the CAL (calibrate) 
position, 


( ) 2, Place the POLARITY switch inthe PNP 
position and turn the BETA CAL control 
to bring the meter to the CAL (calibrate) 
position, If you are abletocalibrate the 
meter, the transistor is a PNP type, 
If you are unable to calibrate the meter, 
turn the POLARITY switch to the NPN 
position. If the meter calibrates now, 
the transistor is an NPN type, NOTE: 
If the meter will not calibrate properly 
on either position, the transistor may 
be faulty (open or shorted), Compare 
with a transistor of known quality, 


( ) Press the CAL/TEST switch to the TEST 
position, The meter will read directly in 
beta on the top scale of the meter, If the 
needle swings to the left beyond 50, set the 
RANGE switch in the X10 position, Now 
when the TEST switch is depressed, the 
meter reading must be multiplied by 10 to 
obtain the correct gain, 


NOTE: If a transistor is connected tothe Tester 
with the collector and emitter leads inter- 
changed, the transistor will show a gain but it 
will be very low, If youobtain alow gain reading, 
interchange the collector and emitter leads and 
check again, If the reading increases, the tran- 
sistor is now connected correctly, The following 
chart is a rough guide to out-of-circuit gain 
values of transistors found in various circuits, 
For more exact values, refer to the listings in a 
Transistor Manual for the transistor being 
tested, 


TRANSISTOR TYPICAL 
TYPE BETA RANGE 
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Leakage Tests 


NOTE: Leakage tests must always be made with 
the transistor out of the circuit, since the resis- 
tance in the circuit could cause an erroneous 
reading, 


Most low-power silicon transistors have very 
low leakage with the collector to base leakage 
current (Ic¢go) usually less than 1 pA (one 
microampere), High-power silicon transistors 
may indicate an I:gq up to 50 vA, 


In germanium transistors, |Icgo can rangefrom 
several microamperes to as high as 5 kyA 
(5 mA), The following chart is a rough guide to 
help you determine if leakage is toohigh in a ger- 
manium transistor, If in doubt, refer to a Tran- 
sistor Manual, 


Germanium 
Transistor 


Type 


Typical 
Leakage Current 


0-5 pA 


§-10 pA 


50-5 kwA 


( ) Turn the FUNCTION switch to the Icgo 
position, The metér will read collector to 
base current (Icg9 ) in microamperes (k= 
1000 on the leakage scale), 


( ) Turn the FUNCTION switch to the Ico 
position, The meter will read the collector 
to emitter leakage current ( Iceo ) on the 
leakage scale, Collector to emitter leakage 
current will always be greater than the 
collector to base leakage ( tcaq). 


NOTE: Leakage current will increase with an 
increase in temperature, Even body heat from 
holding a transistor in your hand can increase 
the leakage current, 


TESTING DIODES 


( ) Connect the white test lead to the cathode 
of the diode and the red test lead to the 
anode of the diode, 


( ) Turn the POLARITY switch to the NPN 
position, The meter should deflect up-scale 
and normally go off scale to the right, Then 
place the POLARITY switch in the PNP 
position; the meter should return to or near 
the zero reading on the leakage scale, If 
the meter goes off scale to the right in both 
positions, the diode is shorted, If the meter 
remains at zero on both positions, the diode 
is open, 


BATTERY CHECK 


To check the battery in the Transistor Tester, connect the 
180 Q resistor between the red and white test leads, hold the 
FUNCTION switch in the Ice position and turn the 
POLARITY switch to the NPN position. The meter should 
read full scale (SkuA). If the meter pointer will not come to 
full scale when the LEAKAGE control is adjusted, the 
battery is weak and should be replaced. Beta will always 
measure correctly if the meter can be adjusted to the CAL 
mark. 
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IN CASE OF DIFFICULTY 


1, Recheck the wiring, Trace each lead and 3, Check the values of the component parts, 


wire in colored pencil on the Pictorial as Be sure that the proper parts have been 

it ig checked, It is frequently helpful to wired into each circuit, as shown in the 

have a friend check your work, Someone who Pictorials and as called out in the wiring 

is not familiar with the unit may notice instructions, 

Something consistently overlooked by the 

builder, 4, Check for bits of solder, wire ends, or other 

foreign matter which may be lodged in the 

2. About 90% of the kits that are returned for wiring or components, causing a short cir- 

repair are defective due to poor connections cuit, 

and soldering, Therefore many troubles NOTE: In an extreme case where you are unable 

can be eliminated by reheating all con- to resolve a difficulty, refer to the Service and 


nections to make sure they are soldered as Warranty section of the "Kit Builders Guide", 
illustrated in the soldering section of the and to the "Factory Repair Service" information 
Kit Builders Guide, on fold-out from Page 24 of this Manual, 


Troubleshooting Chart 


Meter pegs to the left Battery installed backward in battery holder, 
when the 180 & resistor Meter leads interchanged, 

is connected between 

the white (emitter) and red 

(collector) test leads, 


Meter does not deflect Battery not making contact, Remove battery, 
when 180 2 resistor is bend ends of battery holder toward each 
connected between the other, replace and rotate the battery in the 
white (emitter) and red holder to insure a good electrical connec- 
(collector) test leads, tion, 


All transistors appear Diode in the circuit installed backward, 
to have excessive leak- Diode in the circuit open, 
age, 
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SPECIFICATIONS 


DC BETA. 6% oe See ee Sk a, Be RR eB Se X1 range: 2 to 100. 
X10 range: 20 to 1000. 


Out-Of-Circuit Accuracy 2. 0 0 ee eee +5%. 

In-Circuit Accuracy 2 1 2 ee ee ee Indicates good or bad. 
Collector-To-Emitter Leakage, Icceo* ........... 0-5 mA (midscale = 1000 A). 
Collector-To-Base Leakage, Icpo * -.- +e ee ee eee 0-5 mA (midscale = 1000 nA). 
Diode Testing ©... ee ee ee ee ee eee In-cirenit or out-of-circuit tests. 


Meter Indication shows that diode is either 
good, shorted, or open. 


Power 6 6 we ee ee ee One 1-1/2 volt size D cell. 
Dimensions (overall) . 2... 0 oe ee ee 9-3/8” wide x 5-3/8” high x 9” deep. 
GOlOr” os. toes Boe: ce See's, eb ER eT a Beige panel and cabinet. 

NetiwWeighits gv os Be eee eee ae la 2-1/4 lbs. 

* Out of circuit only. 


The Heath Company reserves the right to discontinue 
instruments and to change specifications at any time without 
incurring any obligation to incorporate new features in 
instruments previously sold. 
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CIRCUIT DESCRIPTION 


Refer to the Schematic Diagram (fold-out from 
Page 23) while reading the Circuit Description, 


The In-Circuit/Out-Of-Circuit Transistor Test- 
er measures beta (gain) and leakage, The circuit 
of the Transistor Tester is basically a low- 
impedance, common-emitter amplifier without 
a transistor; the transistor being tested com- 
pletes the circuit, Note on the Schematic that 
the emitter of the transistor being tested 
(the emitter of the test socket and test lead) 
is connected through lugs 1 and 12 of the Func- 
tion switch and lugs 5 and 3 of the Polarity 
switch to -1,5 volts, The base of the transistor 
(as now shown) is connected through lugs 11 and 
10 of the Function switch, the Beta Cal control, 
the Beta Test switch, resistor R2, and lugs 7 
and 6 of the Polarity switch to +1.5 volts, The 
collector (as now shown) is connected to +1.5 
volts through two parallel paths: one path goes 
through R4 and lugs 8 and 9 of the Function 
switch; the other path goes through the Beta 
Test switch, lugs 1 and 2 of the Polarity switch, 
the meter, lugs 5 and 6 of the function switch, 
and lugs 9, 7, and 6 of the Polarity switch, 


At current levels through the meter that are be- 
low 200 pA, diode Dl does not conduct, As the 
current through the meter increases, D1 con- 
ducts and by-passes current in excess of 200 uA 
around the meter, This provides protection for 
the meter, 


Power is supplied by a 1-1/2 volt flashlight 
battery (size D cell), The five sections of the 
Polarity switch, in the Off position, disconnect 
the battery and meter circuits, andplace a short 
across the meter terminals for dynamic damping 
of the meter movement during transit, Inthe NPN 
and PNP positions, this switch removes the short 
from the meter and applies voltage of the cor- 
rect polarity to the circuit, 


It is possible to check transistors without remov- 
ing them from a circuit because the resistances 
in the Transistor Tester are considerably low- 
er than those encountered in most transistor 
circuits, This means that any parallel current 
paths around the Transistor being tested will not 
draw enough current to cause any appreciable 
error in the beta reading on the Transistor 
Tester, 


BETA (GAIN) TEST 


The collector current of a transistor depends on 
and is proportional to its base current, There- 
fore, transistor Beta (gain) is equal to the ratio 
of these currents, 


collector current Ir 


ta = 
beta base current I, 


The gain of any transistor can therefore be 
determined by carefully measuring these two 
currents and dividing the collector current by the 
base current, 


In this circuit, Beta Cal control R3 is in series 
with the base of the transistor and it controls 
the base current, The base current inturn, con- 
trols the collector current by varying the forward 
bias applied to the transistor, Collector current 


‘passes through shunt resistor R4 and through the 


Beta Test switch to the meter circuit, 


The collector current is adjusted by the Beta 
Cal control to a 4 mA reference point (the cali- 
bration point on the meter scale), This first 
condition, where the collector current is meas- 
ured and the Beta Test switch is in the Cal 
position, is shown in the simplified schematic 
of Figure 5A, 
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Figure 5 
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Figure 6 


Figure 5B shows what happens when the Beta Test 
switch is pressed into the Test position, The 
positions in the circuit of the meter and resistor 
R2 are reversed, and the meter now measures 
the base current of the transistor, Base current 
is calibrated on the meter in direct proportion to 

.the 4 mA reference current; the meter therefore 
reads directly in terms of gain, or beta, For 
example: with a collector current of 4 mA (cali- 
bration point) and a base current of ,08 mA, the 
beta of a transistor would be 50, 


4mA_ _ 
“Gama 

The Range switch, in the X1 position, shunts 
resistor R2 with resistor Rl to bypass the 
increased current of low beta transistors, 
When the Range switch is in the X10 position, 
resistor R1 is removed from the circuit, and 
the full current flows through R2, 
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LEAKAGE TEST 


This Test measures Icgo and Iceo leakage, 
Icgo is the current that flows from the collector 
to the base of a transistor when the emitter is 
open, It is similar to grid current in a vacuum 
tube circuit, Iceq is the current that flowsfrom 
the collector to the emitter when the base is 
open, 


The tcgo or Iceg leakage tests must be per- 
formed with the transistor removed from the 
circuit, If the transistor were left inthe circuit, 
additional leakage currents would flow in the 
other resistances that shunt the transistor, 
These added leakage currents would cause an 
erroneous reading on the Tester, 


When the Function switchisinthe Icgq position, 
battery voltage is applied from the collector to 
the base of the transistor (reverse bias), with 
the emitter open, See Figure 6, The meter, 
shunted by diode D1, is connected in series with 
this circuit to measure the leakage current of the 
transistor, 


In the Icgg position, battery voltage is applied 
from the collector to the emitter, with the base 
open, See Figure 6, The meter again measures 
the leakage current, 


Diode D1 acts as anopencircuit at lower current 
levels, so the full leakage current passes through 
the meter, As the leakage current increases, the 
voltage across diode D1 increases untilit starts 
conducting, This passes some of the current 
around the meter, thus increasing the range of 
the upper end of the meter scale, 


Leakage adjust control R5, when properly ad- 
justed, allows .2 mA of current (full scale de- 
flection) to pass through the meter when 4,8 
mA of current passes through diode D1, indi- 
cating a total of 5 k (5 mA)on the leakage scale, 


Capacitor C1 shorts out any high frequencies 
to prevent the circuit from oscillating, 
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FUNCTIONAL PARTS LIST 


Battery: Power supply for all tests, 


Polarity switch: In the NPN and PNP positions, 
this switch applies voltage of the correct polarity 
to the meter circuit and to the transistor being 
tested, When switched to OFF, the battery circuit 
is disconnected and the meter is shorted, 


Function switch: Changes the circuit from a 
basic amplifier in the BETA position to a diode 
test circuit in the leakage (Ic¢o, Ico ) posi- 
tions, 


Beta X1/X10 switch: Places a 25 2 resistor 
across the meter in the X1 position, Removes 
this resistor in the X10 position to increase the 
range of the meter, 


Beta Test switch: Interchanges the meter and 
225 Q resistor between the collector and base 
circuits to maintain equivalent operating con- 
ditions for the calibrate and test readings, 


Beta Cal control: Adjusts the forward bias ap- 
plied to the device under test to produce the cor- 
rect 4 mA reference current in the collector 
circuit, 


Leakage Adjust control: Usedas a current limit- 
ing resistor to determine the amount of current 
that will flow through the meter and diode, 


Resistor R1: Used as a meter shunt in the base 
circuit to bypass increased current when meas- 
uring low beta transistors on the X1 range, 


Resistor R2: This resistor, which is equivalent 
to the meter resistance, maintains correct 
transistor operating currents when you switch 
from the Beta Cal to the Beta Test position, 


Resistor R4: Shunts high current around the 
meter when the meter is inthe collector circuit, 


Capacitor Ci: Provides an AC signal path to 
ground to prevent the transistor under testfrom 
oscillating, 


Diode D1: Meter protection shunt for Betatests, 
Increases the meter range on the leakage tests, 
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SCHEMATIC OF THE 
HEATHKIT® 


IN-CIRCUIT/OUT-OF-CIRCUIT 


TRANSISTOR TESTER 
MODEL IT-18 


NOTES: 

ALL RESISTORS ARE 1/2 WATT (K=1000). 

POLARITY SWITCH 1S SHOWN IN THE NPN IFULL COUNTERCLOCKWISE: POSITION. 
THE FUNCTION SWITCH 1S SHOWN IN THE BETA POSITION. 


THE ROTARY SWITCH WAFERS VIEWED FROM THE SHAFT END OF SWITCH 


POLARITY 
SWITCH FUNCTION 
SWITCH 


